ARCS1 RESET5 Audit Out Record

AUDIT(ARCS1)-0008

LOCATION |SYSTEM P/N | SIN | CONFIG. | CONFIG. | OTHER
SMET TRH HMP35A 693979
WND1 05106/08234 31102/58342 low anemometer during cal
WND?2 05106/08234 31104/58319 high anemometer during cal
ORG ORG-115-DA 03327-C7
DAQM ZENO-3200 024 MET 0305.cfg | V990301.00
values in brackets () are from previous audit or OMS
GNDRAD NET REBS Q*7.1 Q94207 Top 9.26 bottom 11.43
PSP PSP 31281F3 128370
PIR PIR 31305F3 270270
IRT KT19.85 (KT19.85nr865) s/n unreadable; WD17514
DAQG ZENO-3200 037 GND90306.cfg | V990308.00
SKYRAD PSPG PSP 31291F3 115741
PIRG PIR 31303F3 287356
UVvB 501A V3 (1899) s/n unreadable
MEFRSR MFR7-Head 227
IRT KT19.85 (KT19.85nr866) s/n unreadable
TRK INTRA Il (INTRA 16) s/n unreadable; WD24216
NIP NIP 29869E6 117924
PSPD PSP 31293F3 120192
PIRD PIR 31306F3 257069
DAQS ZENO-3200 039 SKY0306.cfg | V990301.00
STAND ALONHCEIL CT25K P0110009 CE190303.cfg
MWR WVR-1100 016 MWR90311.cfg
AERI N/A Not at ARCS1
WSI EHTO2 MPL000102 (WD24162)
IVAN IMPL MPL1001 | VIC 925 | |
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LOCATION  |SYSTEM P/N | SIN | CONFIG. | CONFIG. | OTHER
MMCR N/A Not at ARCS1
WSI WSI-E/06-A WSI-E06-B-3
SYSGEN sent
EVAN BBSS 97-MW15G (S17401) 11MAR99 WD?24977
SAFETY FIRST AID
SPARES WND 05106/08234 18427/44669 Note: cable would need making
T/RH TWP401 2 aspirator
ORG 115-DA 03333-07
MFRSR LO-LAT-STAND
MFRSR MFRSR-MOTOR
MFRSR LOGGER BOARD 2351
DAQR ZENO3200(RAD) 038
PIR 31304F3
NIP 29934E6
PSP 31278F3
PIR 31307F3
PSP 31284F3
OTHER Cal logger Zeno 5200 048 CAL90309.cfg | V990309.00
Barometer PA-11 BARO001 694560
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| P/N | SIN | CONFIG. | CONFIG. | OTHER
I-Van MWR IBM 927728 23cc363 Model
Thinkpad
l-Van MWR IBM 2635-9AU 97-034HZ MDL9545 FOC
Thinkpad
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